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PTfMmiJi i fitwrrUnA tor M vlslon]. Medical Staff 

ATT» : 


Chief, Baglneerlng Division, OC 


Statiis of Badlologlcal Survey jDcmtrunents 


SEP : Engineering Meino 7*1179 dated 19 Decaatoer 1957 


1» ghe condition o f aH Badlological Survey Instruaients 

has "been recently checked. With one 

excepticm, nev batteries have been Installed idiere required. 

All instruments have been placed in an operating condition ex- 
cept those noted below: 

a. One Autoscaler Is Incperative and work 
on this unit is currently in process. 

b. One ^hyac Model 389 i« Inoperative. 

{Demand Geiger 4ftiller tube) 

c. One Model SKLC Survey Meter is Inc^jera- 
tive. (Damaged resistors) 

d. (hae Model S17-6 Pocket Badiac is inoperative. 

(Damaged electrcsnet^ tubes) 

e. One AH/EBD-TIB Survey Meter is inoperative. 

(Battery replacement ) 

Procurement action f<xr the cosponents necessary to place the above 
instruments in an operating ccmdition has been initiated. 

2. The instruments tove not been calibrated since ih November 
1956 . Tbe R&D laboratory will contact your office in the near 
future to make arrangements toe calibration. 


1 - R&D Chrono 
1 - Dev/s 
1 ~ Lab Pending 

1 -I 
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MG 7-1179 
19 Decenber 1957 


TO ^ .'PrftgTATii nftnrflinftt.inn Division, Medical Staff 

ATTN :| I 

FR(M : Chief, Engineering Division, OC 

SUBJECT: Periodic Inspection of Radiological Survey Instruments 


1. In reply to yoia* request of 20 Noveniber 1957 > ve propose the 
•Poll n yl rig wt»hi^uie fo r the maintenance of radiological svurvey instru- 
ments | 25X1 

(a) A check and calibration of each Instrument 
to be made once each ; )^/L 

(b) A con^lete change of batteries once each 
year. 

(c) A ciursory examination and operational check 
to be made on a monthly basis to locate non- 
operating \inits. This check to be made on or 
before the 15th of eeush nmth. 

(d) The R8eD Laboratory will initiate axui forward 
to the Medical Depaurtment a request for 
replacement parts for non-operating units. 

(e) Prepare and forward to the Chief, Medical 
Staff, a memorandtm indicating the status 
of the equipment once ejsch njonthr ^ fypp 

2- We hope that these arrangements will be satisfactory to 

you. 


25X1 

OC-E/R&P r 1 (19 Dec 1957) 25X1 

Distribution: Orlg and 1 - Addressee 1 - OC-E Chrono 

1 - Subject File 1 - R&D Chrono 

1 - Reading 
1 - Laboratory 
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